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- S C. D. PRODUCTS S. A.

Name of Customer

& R ik C/kanna 2 local 3, Pol. Ind. P-29, 28400 Madrid, Villalba, Spain

Address of Customer

ITRB[ERRN

MName of Instrument

Digital Breath Tester

%!}’Ff ;ﬁifﬁtiun CDP-128 Alc-Precision

= HES 01

Serial Na

fﬂnnﬁaiﬁ{rﬁ Consumer Design Products-CDP
% iR JJG657-2006

Calibrated in Accordance to

HEAEA: WS L (BT TBOR EE)

Authorized by

£ & 31

Signature S
BUEBH: 2009 4 06 A 11 H
Operation Date Year Month Day

EUERHE: 2009 &£ 12 B 10 H
Suggested Recal. Date Veir Month - Diav

Hatk: SHIF R PHHRERRAE  Trlil: 26941618 26941617 IFELERTD: 518055 MFEUfFHEbE: kfzx@smg. com. cn
dk4riE: BE-Toh-26041096 26941616 2TA28477 CHEAE)Y 27591780 (E4) B2426246 (N EEF) BLI2E513 (Fkdf) 280232280 (fk i)
fEIHI%: B6-T55-26041615 26941547 27528979 (FEfE) 27591716 (5% %) 82408176 (J\EH6%) 61126513 (¥l 28932840 (Fk)
Address: Building of the Academy of Metrology & Quality Inspection, Longzhu Avenue, Nanshan District, Shenzhen, P.R. China
Enguire Tel: 86-755-26041618 26041617 Zip Code: 318055 E-mail: kfzx@smg. com. en

Contact Tel: BE-T55-26041696 26041616 27528477 (Longhua) 27591789 (Bacan) B2426246(Bagualing) 61126513 (Shajing) 28932280 (Longgang)
Fax: B6-T55-26941615 26941547 27328979 (Longhual 27391716 (Bacan) B2408176(Bagualing) 61126513(Shajing) 28%32840 (Longgang)
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Impaortant Statement

1, AP (o) B i AT AR B RS (P AR R S5 o E S I R e i i R s e e e L.
AB% () KB EGRITEE SN Z RS (CNAS) AA], FF&IS0/1EC 1702588k,

Cur academy/station is a legal metrology verification organization established by the Shenzhen Municipal Government and authorized by
the General Administration of Quality Supervision, Inspection and Quarantine of the People’s Republic of China { AQSIQ ). Our
academy/station has been aceredited according to ISCYIEC 17025 by CNAS with the cemificate.

2, AP (56) AT E . BEHERN RIS T S35 3] B S kv .

All verifications, calibrations and tests made by our academy/station are traceable to the International System of Unit (S1).

3. RE AR (B5) VFAl, DA EEL. MARE AR E.

Copying or using select parts, or tampering with this document without the permission of our academy/station is forbidden.

4. MBI R BRI E . Bl R AR, ERETRRAER, R R R
Ta ensure that the calibrated object is properly used under given conditions in compliance with technical specifications or regulations,
recalibrate before the suggested date,

5. AREFRER AL A48 S (LR AR SRk e AT o R L S B
The results presented in this document applies only to the calibrated instrument.

B. ENEFarined “ ES T SR,

Copies of this certificate without an official stamp of calibration are not valid.

HAEAZETTHRAESLLA

Main Standards of Measurement Used

=

25/ 4EE i TR EHE B
Equipment Name / Characteristics Equipment N2 Certificate No Due Date
W AR R S A 2/ Ue=0. 1%, =2 SB4232 (95001797 2010-03-02
ft Ao 17, 50
Appended Directions

Z 3t H M3: 2009 % 06 A 09 H

Application Date

F #E H1 /5. Chemical Laboratory of SMQ

Operation Location

OB & AR R 25 T HERHEE 60 %

Operation Environment

Mot RGMEHE 5P, Calibration item to meet the reguirements of regulation
Statement of Compliance and Limitation



I ¢ B B R S e B Rt B e v

SHENZHEN CALITERATION STATION OF AQSIOQ

Wl B R R R R

SHENZHEN ACADEMY OF METHOLDGY AND QUALITY INSPECTION

RHEUE

Calibration Certificate

EH G HW%: 096301182 £ 3 W, 3, 3 W
Certificate Iz Page 3 of 3 Pages
15 R
Results of Calibration
Calibration item Technical requirements Results
Appearance and Button Normal Pass
Range =0.44 ¢/L in blood: no more than £

0.00g/L in blood
0.055g/L in blood. e

Range (0.44~0.88 ) g/L in blood: no

Measurement error

i -0.03¢/L, in blood
more than £0.088g/L in blood.
M t
easurerlnfrn 20, 3.0%
repeatability
2 hexane in airs lue
Resistance disturb mg/L e s, Eflr R pass
(.088¢/L in blood
-
Femark; :‘;\\
1. Expanded uncertainty of measurement error: U/=2.2mg/100mL in blood, /=2 ﬁ-:f_j i
The End Pty
-
it

k. &R 2L Bim. BETR <
Calibrated by I‘? ‘%’" L'?J') Checked by -&Yﬁ#



